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We propose SOI pixel circuits with a synchronized time memory cell 
(TMC) for time-of-flight stigmatic imaging mass spectrometry. The cir¬ 
cuits simultaneously detect the position and the fine/coarse flight time 
of an ion for the MALDI-ToF mass spectrometer. We discuss the circuit 
design and present the simulation results of a prototype detector com¬ 
prised of a 32x32 pixel array in which each pixel pitch is 40 /rm and the 
time resolution is a minimum of 1 ns. The results of transient analysis 
demonstrate the fully correct synchronous operation at a 100-MHz clock 
frequency and simultaneous 32-word SRAM writing. 
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1 Introduction 


Imaging mass spectrometry (IMS), which is combination of mass separation and imag¬ 
ing, has emerged as a powerful tool in fields such as pathology, pharmacology, and 
others. Matrix-assisted laser desorption/ionization (MALDI) and time-of-flight mass 
spectrometry (TOFMS) are the main forms of IMS. The stigmatic method of MALDI- 
IMS has attracted a particularly great deal of attention because spatial resolution is 
not due to laser spot size and the measurement time can be reduced by the 2-D ion 
detectorfll [2]. In this method, MALDI produces a 2-D projection with multiple ions, 
where an ion optical lens expands the ion image and the 2-D ion detector obtains 
the positions and time-of-flight (ToF) of the ions. The stigmatic imaging mass spec¬ 
trometer thus requires a multi-hit detector to create an ion ToF imaging. In this 
work, we propose SOI pixel circuits with a synchronized time memory cell (TMC) 
for time-of-flight stigmatic imaging mass spectrometry. The circuits simultaneously 
detect the position and the fine/coarse flight time of an ion for the MALDI-ToF mass 
spectrometer. We discuss the circuit design and present the simulation results of a 
prototype detector comprised of a 32 x 32 pixel array in which each pixel pitch is 40 
jim and the time resolution is a minimum of 1 ns. 
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Figure 1: Time-of-flight stigmatic imaging mass spectrometry. 


2 Concept of our SOI detecter 

The concept of our SOI detector is shown in Fig. 2. The sensor consists of a pixel 
block, column parallel A/D converters, counters, and clk/reference signal generators. 
The pixel circuits are composed of ion detectors, flag generators, analog S/H circuits, 
D-FFs, and latches for TMC operations. Clk and reference signal generators include a 
quadrature oscillator and a multi-phase clock generator that generate 8-MHz sin/cos 
waves and 4-phase 2-MHz clock signals, respectively. The analog S/H circuits store 
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the states of sin/cos waves with 6-bit resolution (= 1-ns resolution), the TMCs store 
the states of the 4-phase signals with 3-bit resolution (= 62.5-ns resolution), and the 
D-FFs store the counter values with 5-bit resolution (= 500-ns resolution). The whole 
resolution of ToF is 12 bits and the LSB has a resolution of less than 1 ns. All pixels 
store the 12-bit ToF data using a common counter and signal generator. 
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Figure 2: Concept of SOI detector. 


Specifications 


Pixel pitch (res.) 
Time resolution 
TMC resolution 
Counter resolution 
CLK. Freqency 


40 jim (32 X 32) 
1 ns (6 bit ADC) 
62.5 ns (3 bit) 
500 ns (5 bit) 
2.0 MHz 


Table 1: SOI detector specifications. 


3 SOI pixel circuits with synchronized time mem¬ 
ory cell (TMC) 

3.1 Time memory cell 

A time memory cell (TMC) was proposed by Y. Aral et al. and applied to measure 
the drift times of electrons [3]. This cell harnesses the low-power and high-density 
characteristics of a CMOS memory cell and the short delay time of a gate. The 
TMC also functions as a time to digital converter (TDC) and stores an input-signal- 
falling/rising timing by using fixed delay signals generated from a PLL. Usually, the 
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TMC uses the fixed delay signals to store the timing of input falling/rising edges. 
However, in our circuits, we use the fixed delay signals, which are multi-phase clocks, 
as the input data and store them by the input falling/rising edges. Since one clock 
period is separated into edges of multi-phase clock signals, the TMC achieves fine 
time measurement within one clock cycle. For example, the n-bit counter-based time 
to digital convertor (TDC) requires 2** clock cycles, i.e., combined usage of the m-bit 
TMC, to reduce conversion time to 2”“"* clock cycles. In this study, we use the TMC 
for fine time to digital conversion and to relax the clock rate. Relaxing the rate leads 
to stable operation of the large detector. 



Figure 3: Time memory cell (TMC) with multi-phase clock. 


3.2 Synchronization and consistency issues with TMC 

In the combined usage of the TMC and the counter-based TDC, special care should 
be taken with the causality of the TMC and the counter[ll[5]. By ‘causality’ we mean 
that the lower bits (TMC output) have to be coupled with the upper bits (counter 
output). In other words, the settled TMC state completely decides the counter state 
with synchronization. Conventionally, the shared clock is given to a TMC and a 
counter for the causality. However, when the falling edge of the stop signal (pixel 
flag of ion detection) is close to the clock signal timing, metastability occurs and 
these circuits work at individual timings. So, even using a shared clock, the causality 
degrades due to the metastability. Delay adjust cannot fundamentally handle the 
metastability, either. Figure 6 shows an example of measured miscoding probability 
while the stop signal is close to the clock signal. We confirmed a miscode generation 
of 50% when the stop-signal timing was equal to the master clock. Exact causality is 
important for robustness against metastability. 
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Figure 4: Conventional TMC with counter Figure 5: Simulation results of metastabil- 
architecture. ity analysis. 



Time difference between "Stop" and "master clock" [ns] 

Figure 6: Miscoding probability (%). 

4 Proposed circuits 

4.1 Proposed synchronized TMC 

Figure 7 shows the block diagram of the proposed synchronized TMC. Our synchro¬ 
nized TMC with a counter consists of memories, a Schmitt trigger, and a common 
Gray code counter. For 3-bit resolution of the TMC, 4-phase clock signals are given 
to each D-latch. Only a master clock without phase shift is used for storing counted 
values through the first D-FF of the TMC (TMC(O)). In this configuration, the 
settled state of the TMC(O) by the stop signal completely holds the counter state. 
Figure 8 shows internal states of the D-FFs for the counter output. When the set¬ 
tled state of the TMC(O) is “0” and the master clock is also “0”, the counter keeps 
its previous state T„_i. Then, when the settled state of the TMC(O) becomes “1” 
and the master clock is “F’, the current counter state “T„” is stored in the D-FFs. 
Causality between the TMC and the counter can be achieved by using this scheme. 
However, when the stop signal is close to the clock signal, metastability occurs on the 
TMC(O) and miscodes may be generated. We therefore applied the Schmitt trigger 
between the TMC and the counter to remove the metastability of the TMC(O) and 
obtain exact causality/synchronization between the TMC and the counter. 

Figure 9 shows simulated delay time by the metastability. Using the Schmitt 
trigger, we were able to prevent the delay with the signal falling and rising. When 
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Figure 7: Proposed synchronized TMC with counter. 
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Figure 8: Internal state of D-FF of counter outpnt. 


the stop signal most closely approached the clock signal, the maximnm delay dne to 
metastability was 1.118 nsec. The minimum delay was 0.320 nsec, which was the 
intrinsic delay of the D-latch. Simulated maximum delay of the counter was 0.959 
nsec. The delay of the TMC(O) D1 should be longer than the counter delay D2 in order 
to prevent the TMC(O) from transitioning earlier than the counter-state changing, so 
we added an extra 1-ns delay to the D1 to satisfy the D1 > D2 condition. 

Figure 10 shows our transient analysis of the proposed circnit with metastability. 
Fully correct operation at the 100-MHz clock frequency when the stop signal was 
close to the clock signal with 100 fs steps was confirmed. 
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Figure 9: Delay time of metastability. 
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Figure 10: Simulation results of proposed circuits with metastability. 

4.2 SRAM cells with dynamic operation 

Being able to handle full multi-hit scenarios is important for ToF stigmatic imaging 
mass spectrometry. In our design, we used SRAM cells for the memories of the 
small TMC in the pixel circuits. However, the SRAM cells do not correspond to 
synchronous multi-writing by their own drive power to bit lines, so we cut the drive 
power applying dynamic operation to the SRAM cell for the full multi-writing, which 
is the concern of full multi-hit scenarios. Figure 11 shows our redesigned SRAM cells 
with the dynamic operation: (a) is a SRAM-based cell and (b), (c) are the dynamic 
D-latch and D-FF cells, respectively. Each circuit has a quasi two-port structure for 
independent writing and reading schemes. 
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Figure 11: SRAM cells with dynamic operation: (a) structure of single-port SRAM 
cell, (b) quasi double-port SRAM cell with dynamic operation, (c) D-FF with dynamic 
latches. 

Using power-line control by power switches, we cut the drive power of the SRAM 
cells during writing mode and simultaneously enabled data writing to the multiple 
memory cells. Our transient analysis of the writing operation using the proposed 
circuits (Fig. 12) demonstrates that we can achieve simultaneous 32-word SRAM 
writing with dynamic operation. 

Figure 13 shows the layout of a 32x32 pixel array and the pixel circuit with the 
proposed synchronized TMC, where the ion detector was placed to top of the pixel 
and the memory cells occupied almost the entire pixel area. 
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Figure 12: Simulation results of simultaneous 32-word SRAM writing. 
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Figure 13: Layout of pixel array. 



































































































































5 Conclusion 


We proposed a synchronized TMC/counter architecture to enable time stamping for 
ion-ToF stigmatic imaging mass spectrometry at a lower clock rate. Using the TMC 
output for storing the counter state with the Schmitt trigger, we were able to achieve 
exact causality between the TMC and the counter with robustness against metasta- 
bility. Also, by applying dynamic operation to SRAM cells, full support of multi¬ 
hit/event scenarios can be achieved. The results of transient analysis demonstrate 
the fully correct synchronous operation at a 100-MHz clock frequency and simulta¬ 
neous 32-word SRAM writing. 
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